The use of the powered metaphyseal stapler for reconstructive procedures in the adult foot.
We have evaluated the Powered Metaphyseal Stapler in various procedures in the adult foot to determine the effectiveness of this form of internal fixation. Thirty-five patients had 40 operations (five bilateral). In all but one case there was both clinical and radiographic evidence of a solid bony union. Backing out of the staples has been a minor problem that has required staple removal in three patients. The Powered Metaphyseal Stapler appears to offer a most satisfactory option for internal fixation in the foot, when used in metaphyseal or cancellous bone, as either primary or adjuvant fixation.